N AT '
MISSOURI DEPARTMENT OF HEALTH ATH ALCOROL PROG

STATE PUBLIC HEALTH LABORATORY m
DATAMASTER MAINTENANCE REPORT JUN -9 2008

Compiete this report in duplicate al the time of the regular monthly prevenlive maintenance chegk, and‘whenever instrument
is repaired. Send copy lo Department of Health; retain original in department file. Pl iy

DATAMASTER SN DATE OF INSPECTION
204191 Inventory #1273 11 o6~ Q4 —909
LOCATIGN OF INSTRUMENT {STOEET AND CITY) FIME QF INSPECTION
Newton County Jail, Neosho, MO 10 44

CHECKLIST: Place a check (v) to the left of each item if found to be satisfactory or it operating within established timits, (Write
in observed values where determined.} Unchecked items must be corrected before using instrument.

[ DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

[WcompPuTER v [FberecTor
[ ProGRAM | O riLters I .

: ‘ ;
(WHEATERS SAMPLE CHAMBER 50 °C Ll tUARTZ STANDARD :
(@ FLow DETECTOR [-CALIBRATION
LlPUMP HIGH SPEED . [WPRINTER ’

[ INDICATOR LIGHTS
(%' TIME AND DATE

[SIMULATOR TEMPERATURE (34 C = 0.2°C) 34./°C

(I CALIBRATION GHECK -
Run three tests using a slandard solulion. All three lests must be within & 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding lo the standard solution being used. (PH!NTOUT ATTACHED) (USE
RECIRCULATION PUMP) ;
T5.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INGLUSIVE

[J 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD {S TO BE USED PER MAINTENANCE REPORT)

TEST1 #1099 TEST2 P 4909 TESTS ' , /OO

EE/PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

MMBEH OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS [ l(!)-,()d) ! (.05-.09) 3 (.16-14) 6 (.15-.1@) / {Over .19} . 5

List any new paris and describe any alleratign or modification thal was made to restore the instrument to operate satisfactorily
and within established limits {use other side if necessary} :
REPLACFD FIamywdlE CHATP 2[5/ 1999 WIF vefsroy 04loy [a009, THES za45TAvMEXT £S5

QPERATIN G __inr Tt Thr MO PO R 85 AMD  REGULATIING,

Manufacturer;. Guth Laboratories, Inc,

Iéot 083%0 Bottle #: 3
xpiranon Date:
1015 09

INSPECTING OFFICE

SIGNATURE PRENT NAME

| S O LA FEET Tpr. C. C. Clark, #149

TYPE #{ PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER

920072, 04/21/2011 {417) 895-6868

1O 530-1468 (2-94) AN EOUAL CRPORTUNITYAFFIAIMATIVE ACTIDN ENFLOYER Lab116

Seri0es pren dod on 3 nordischme nalory Bans



®

AI& GUTH LABORATORIES, INC.

590 NORTH 67th STREET ® HARRISBURG, PA 17111-4511 @ TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcqllol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC. -

The alcohol and water used in this solution were

free of test interfering substances.

5"’”"67

Ted L. Pauley, President
GUTH LABORATORIES, INC.



Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWAY PRTROL
BAC DATAMASTER SERIAL MUMBER 284191
6.0 /25
131 4
‘ e DIAGHOSTIC CHECK ——-
i
% COMPUTER: kA

. PROGRAM (B4-A7-2aR93:  CKAY

HEATERS
SAMPLE CHAMBER: Bt
; FLOW DETECTOR: KA
| PLMP
; HIGH SPEED: oKAY
DETECTOR: KA
FILTERS: ORAY
“HEUHRTZ STAMDART: CAY
AL TERAT [OH: QKA

FRIMTER TEXT
PRER (i, —, SR 23456789 § <=2 PEABCIERE
HIJKLMHOPRESTUVMRYZ0S 1" abode fohi ik Tano
porstusyz i T

Operator Signature ZM Cﬁ /M ‘#7/??

Peinted on 1ecycled paper with agr-based inks CMSU 2208-02




Lo

R I,

Face This Side Down ~ This Edge In First

BAC DataMaster
. Evidence Ticket

MISSOURT STATE HIGHWAY PATRIOL

BAC DATAMARSTER SERIAL MUMBER 224191

o a4 a3

TESTING OFFICER:
CLARKACHANAT

OFFICER I.D.: 149
CPERMIT HUMBER: 328072

EXPIRATION DATE: @d4-.21-11
MISCELLANEOUS DATH:

s SUPERVISOR MODE ——-

BLAHE TEST . B
INTERNAL STRAHDARD VERIFIED
EXTERMAL STAMDARD g 5
BLANK TEET . BER
EXTERMAL. STAMNDARD LE99
BLANK TEST . BaR
. EXTERMAL STANDARD . 180
. BLAHK TEET . BAG
H =3
] = 1
JAYGE, = .839

Operator Signature %/ C‘(-‘ %’/iz #_ / 4{?

JLSHE )
s HE
S
i@ 56
168158
i 5l
a2
10152

Printed on recycled paper with agr-based inks

FA

CMSU 2208-02



. x Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

MISSOURT STATE HISHWRY FRTROL
~ BAC DATAMASTER SERIAL HUMBER 284131
B4 09

RREST TIME: @il
LUBJECT HAME:
TEST
Oz 9i-@i-sa1 TEH: M
STATEATL L. 2 MO~
CARRESTING OFF ICER:
' CLARK/CHADAC
NFFICER [.D.: 149
TESTING OFFICER:
CLARKATHATLAT
 OFFICER I.D.! 149
CPERMIT MUMBER: 920872
EMPIRATION DATE: B4s217 11
MIZCELLANEDUE DATA:
s RFI TEST

PP SRS E N

——— BREATH AHALYSIS ——

CBLAMK TEST . GOB {51: 59

V IIHTERNAL STANDARD YERIFIED 1RE59

- JRHBID IHTERFERENCE

i
|

‘ .. Operator Signature %ﬁ/ C/ M #/ %‘?

b 2208-02



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

C.C. CLARK

is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic contant of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

Yohn § Wathuussa
Director of State Public Health Laboratory

Direotor, Dapartment of Heallh
MO 580-0771 (7-88) Lab, 4 {R7-88)

oue _04/21/09
920072
04/21/2011

Number

Explres




